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Comparison of frictional forces between aesthetic 
orthodontic coated wires and self-ligation brackets 

objective: The purpose of this study was to evaluate the clinical efficacy of 
polymer- and rhodium-coated wires compared to uncoated wires by measuring 
the frictional forces using self-ligation brackets. Methods: 0.01 6-inch nickel 
titanium (NiTi) wires and 0.017 x 0.025-inch stainless steel (SS) wires were 
used, and the angulations between the brackets and wires were set to 0°, 5°, 
and 10°. Upper maxillary premolar brackets (Clippy-C®) with a 0.022-inch slot 
were selected for the study and a tensile test was performed with a crosshead 
speed of 5 mm/min. The maximum static frictional forces and kinetic frictional 
forces were recorded and compared. Results: The maximum static frictional 
forces and the kinetic fricrional forces of coated wires were equal to or higher 
than those of the uncoated wires (p < 0.05). The maximum static frictional 
forces of rhodium-coated wires were significantly higher than those of polymer- 
coated wires when the angularions between the brackets and wires were set to 
(i) 5° in the 0.016-inch NiTi wires and (ii) all angularions in the 0.017 x 0.025- 
inch SS wires (p < 0.05). The kineric fricrional forces of rhodium-coated wires 
were higher than those of polymer-coated wires, except when the angularions 
were set to 0° in the 0.016-inch NiTi wires (p < 0.05). Conclusions: Although 
the fricrional forces of the coated wires with regards to aestherics were equal 
to or greater than those of the uncoated wires, a study under similar condirions 
regarding the oral cavity is needed in order to establish the clinical implications. 
[Korean J Orthod 2014;44(4):1 57-1 67] 

Keywords: Wire, Fricrional forces. Bracket 



Received September 8, 2013; Revised March 3, 2014; Accepted March 6, 2014. 
Corresponding author: Hyung Seog Yu. 

Professor and Director, The Institution of Craniofacial Deformity, Department of 
Orthodontics, College of Dentistry, Yonsei University, 50, Yonsei-ro, Seodaemun-gu, Seoul 
120-752, Korea. 

Tel +82-2-2228-3100, e-mail yumichael@yuhs.ac 

*This study was supported by a faculty research grant of College of Dentistry, Yonsei 
University for 2013-0088. 

The authors report no commercial, proprietary, or financial interest in the products or companies 
described in this article. 

© 201 4 The Korean Association of Orthodontists. 




Yunmi Kitn 
Jung-Yul Cha 
Chung-Ju Hwang 
Hyung Seog Yu 
Seon Gun Tahk 



Department of Orthodontics, College 
of Dentistry, Yonsei University, Seoul, 
Korea 



This is an Open Access article distributed under the terms of the Creative Commons Attribution Non-Commercial License 
(http://creativecommons.0rg/licenses/by-nc/3.0} which permits unrestricted non-commercial use, distribution, and 
reproduction in any medium, provided the original work is properly cited. 



Kim et al • Frictional forces of aesthetic orthodontic coated wires 



INTRODUCTION 

As there has been a recent increase in orthodontic 
treatments of adult patients with aesthetic requirements, 
the use of ceramic brackets and resin brackets is in- 
creasing. In order to improve the aesthetics, orthodontic 
wires as well as brackets with tooth-colored coatings 
have been developed. However, since the coefficient 
of friction of aesthetic ceramic brackets is greater than 
that of the metal brackets, it is necessary to consider 
the changes in friction between the brackets and or- 
thodontic wires. A large frictional force is needed for 
managing anchorage and tooth movement in a closed- 
loop mechanism, while in sliding mechanisms, reduc- 
tion of the frictional force is needed for preventing 
anchorage loss and for effective tooth movement.' 
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Therefore, consideration of the loss of force by frictional 
forces is necessary for optimal clinical tooth movement. 
In a study by Kusy and Whitley,^ it was found that 
12-60% of the orthodontic force is reduced by the 
frictional force applied during orthodontic treatment. 

Recently, numerous studies have examined the physical 
properties of aesthetic materials, including the following: 
the corrosion and the fracture resistance of coated wires 
by Neumann et al.^; the mechanical properties such as 
stiffness (evaluated through the three-point bending 
test), surface roughness, and resistance of the coating of 
coated wires by Elayyan et al.'*'^; and thermo-chemical 
degeneration of coated wires by Bandeira et al.*" How- 
ever, there are insufficient studies on the evaluation of 
frictional changes as a result of wire coating. 

Jang et al.' compared the frictional forces of rhodium- 




Figure 1. Types of wires (0.016-lncli nickel titanium and 0.017 x 0.025-inch stainless steel) and tested bracket. A, 
Uncoated wire (G&H Orthodontics, Franklin, IN, USA); B, Dany coated arch wire (DANY BMT, Anyang, Korea); C, 
Sentalloy® and White wire (Tomy Inc., Futaba, Japan); D, maxillary premolar Clippy-C® bracket (Tomy Inc.). 



158 



http://dx.doi.Org/10.4041/kjod.2014.44.4.157 www.e-kjo.org 



Kim et al • Frictional forces of aesthetic orthodontic coated wires 



coated wires (Hubit Co., Ltd., Uiwang, Korea) and non- 
coated wires (Tomy Inc., Futaba, Japan) using 0.016-inch 
nickel titanium (NiTi) wires, 0.016 x 0.022-inch NiTi 
wires, and self-ligation brackets. The angles between the 
brackets and wires were set at 0°, 3°, 6°, and 9°. When 
the angles between the brackets and the wires were 3° 
using only a 0.016 x 0.022-inch NiTi wire and 6° and 
9° using all 2 types of wires, the frictional forces of the 
coated wires were significantly higher than those of the 
uncoated wires. The higher frictional forces were the 
cause of the destruction and separation of the surface 
coating material on the tension side of the wires as the 
angle between the brackets and the wires increased. 

This in vitro study aimed to compare the frictional 
forces of polymer- and rhodium-coated wires with 
those of uncoated wires in various angulations between 
the brackets and the wires, using self-ligation brackets 
(Clippy-C®, Tomy Inc.) and round and rectangular wires. 

MATERIALS AND METHODS 

Brackets and wires 

One of the active types of brackets, a self-ligation 
bracket (Clippy-C®) with a 0.022 slot, -7° torque, and 
0° angulation for upper premolars, was used. Uncoated 
wires (Orthoforce®; G&H Orthodontics, Franklin, IN, 
USA) were used as the control group, polymer-coated 
wires (Dany coated arch wire; DANY BMT, Anyang, 
Korea) and rhodium-coated wires (Sentalloy® and White 
wire; Tomy Inc.) were used as experimental groups 
(Figure 1). For our study, we imployed three groups of 
wires: uncoated wires (control group); polymer-coated 
wires (P group); and rhodium-coated wires (R group). 
The wires used were 0.016-inch NiTi round wires and 
0.017 X 0.025-inch stainless steel (SS) rectangular wires. 
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and the angulations between the brackets and the wires 
were set to 0°, 5°, and 10° (Table 1). 

Polymer-coated wires in the P group had limited coa- 
ting in the anterior portion, unlike wires in the R group, 
which consisted of full rhodium coating on both the 
anterior and posterior portions. The full coating was 
utilized to improve the aesthetics in the anterior portion 
and for preventing changes in the wire thickness and 
frictional forces from affecting the posterior portion. 
However, to ease friction with the coating in a com- 
parative experiment, we used full polymer-coated wires 
made to custom order that were not only coated in the 
anterior portion but also in the posterior portion. 

Friction test 

Fach bracket was attached to the surface of the inner 
aluminum block (10 x 10 x 20 mm), which was custom- 
made. After sandblasting the surface of the block, 
brackets were mounted on the middle of the surface 
using vertical and horizontal lines made with a adhesive 
material, Transbond (31\/1 Unitek, Monrovia, CA, USA). 
The central part of the square space frame (10 x 10 mm) 
on the outer aluminum block (30 x 30 x 20 mm) was 
designed to be an exact match to the inner aluminum 
block and could be fixed with screws. The angles 
between the square framework of the outer aluminum 
block and the outline of the outer aluminum block were 
0°, 5°, and 10°, and we were able to reproduce exactly 
the angle between the brackets and the wires using the 
combination of inner and outer blocks. The combination 
of these two blocks was inserted into the adjustable 
block, which was made to fit the table of the universal 
testing machine (Instron 5942; Instron Corp., Norwood, 
MA, USA). 

The straight part corresponding to the posterior 5 



Table 1. Orthodontic materials used In the study 



Material 


Product 


Manufacturer 


Orthodontic wires 


0.016-inch NiTi wires 


Control group 


Orthoforce® 


G&H Orthodontics (Franklin, IN, USA) 


P group 


Dany coated arch wire 


DANY BMT (Anyang, Korea) 


R group 


Sentalloy* 


Tomy Inc. (Futaba, Fukushima, Japan) 


0.017 X 0.025-inch SS wires 


Control group 


Orthoforce® 


G&H Orthodontics 


P group 


Dany coated arch wire 


DANY BMT 


R group 


White wire 


Tomy Inc. 


Orthodontic brackets 


Clippy-C® 


Tomy Inc. 



NiTi, nickel titanium; SS, stainless steel; control group, uncoated wires group; P group, polymer-coated wires group; R group, 
rhodium-coated wires group. 
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cm cut on the upper arch of the wire was used in the 
experiment. The tensile test was set with a crosshead 
speed of 5 mm/min and the load cell had a range of 
up to 500 the wire was pulled through a distance of 
5 mm, and we recorded and compared the maximum 
frictional forces and the static frictional forces by mea- 
suring the change in frictional forces as the wire moved 
across the distance (Figure 2). 

We used two types of wires, 0.016-inch NiTi and 0.017 
X 0.025-inch SS, in the three groups classified according 
to the type of coating, and set an angle of 0°, 5°, and 
10° between the brackets and the wires. Each tensile 
test was repeated five times, and a total of 90 tests were 
completed for the 18 sets of samples. In the test with 
round wires, since a lower frictional force was expected, 
one bracket was used five times in the same group. In 
the test with rectangular wires, each bracket was used 
only once. The wires were used only once, and the tests 
were carried out by the same person. 

The maximum static frictional force was defined by 
measuring the maximum force at the initial extension, 
and the kinetic frictional force was calculated by avera- 
ging the frictional force while the wire was moved 
through 1 to 5 mm, for convenience (Figure 3). 

Wire-surface tomography 

The wire-surface tomography results, before and after 
the friction test, were compared for the two kinds of 
wires: the 0.016-inch NiTi wires and the 0.017 x 0.025- 
inch SS wires. We selected the wires set at an angle of 
10° angle with the brackets. The wires were cut to pieces 
with lengths of 10 mm, including the 5 mm portion 




Figure 2. Universal testing machine (Instron 5942; Instron 
Corp., USA). A, Rotation fixture screw; B, inner aluminum 
block; C, outer aluminum block; D, weight (150 g). 
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that was in contact with the bracket, and using with an 
ultrasonic cleaner. Scanning electron microscopy (SFM, 
Hitachi-800; Hitachi, Tokyo, Japan) was conducted to 
evaluate the morphology of the different wires. 

Statistical analysis 

After the maximum static frictional force was recorded 
and the kinetic frictional force was calculated, we deter- 
mined the mean frictional force and the standard de- 
viation of the frictional force. To analyze the effects of 
different types of wire coatings, the size and type of 
wires, and the angulations between the brackets and the 
wires, the frictional force were analyzed initially using a 
one-way analysis of variance and a Tukey's test with a 
5% level of significance. 

RESULTS 

Comparison of maximum static frictional forces 

Comparison of maximum static frictional forces between 
the bracl<et and 0.016-inch NiTi wires with different 
coatings and angulations (Table 2, Figure 4A) 

When the angles between the brackets and the wires 
were 0°, the maximum static frictional forces were not 
significantly different in all three groups (p > 0.05). 

When the angles between the brackets and the wires 
were 5°, the maximum static frictional forces were not 
significantly different between the control group and the 
P group (p > 0.05), but they were significantly greater in 
the R group compared to the other two groups (p < 0.05). 
When the angles the brackets and the wires were 10°, 
the maximum static frictional forces were not signi- 
ficantly different between the R and P groups (p > 0.05), 
but they were significantly smaller in the control group 
compared to the other two groups (p < 0.05). 



100 n 




0 -I 1 1 1 1 1 

0 1 2 3 4 5 

Extension (mm) 

Figure 3. Typical graph from the friction test (1 gf = 9.8 
mN). 
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Table 2. The mean and standard deviation of maximum static frictional forces (gf) 









Bracket-wire angulation (°) 








0 


5 


10 


0.016-inch NiTi 


Control group 


6.33 + 0.95 


44.46 + 3.61 


57.19 ±7.58 




P group 


9.00 ± 1.76 


50.42 ± 5.30 


81.37 ±8.45 




R group 


7.31 ±2.09 


65.15 ±5.07 


71.23 ±5.60 




Tuckey's test 


Control = R = P 


Control = P < R 


Control < R = P 


0.017 X 0.025-inch SS 


Control group 


53.58 + 8.73 


102.56 ± 16.58 


250.33 ±32.97 




P group 


65.05 + 8.43 


134.66 ± 10.48 


227.44 ± 12.43 




R group 


87.39 ± 4.76 


197.15 ± 18.92 


332.36 ± 34.45 




Tuckey's test 


Control = P < R 


Control < P < R 


P = control < R 



lgf=9.8 mN. 

NiTi, nickel titanium; SS, stainless steel; control group, uncoated wires group; P group, polymer-coated wires group; R group, 
rhodium-coated wires group. 
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Figure 4. IVIaximum static frictional forces and kinetic frictional forces (1 gf = 9.8 mN). A, Comparison of maximum 
static frictional forces between the bracket and 0.016-Inch nickel titanium (NiTi) wire with different coatings and 
angulations. B, Comparison of maximum static frictional forces between the bracket and 0.017 x 0.025-inch stainless 
steel (SS) wire with different coatings and angulations. C, Comparison of kinetic frictional forces between the bracket 
and 0.016-Inch NITI wire with different coatings and angulations. D, Comparison of kinetic frictional forces between the 
bracket and 0.017 x 0.025-Inch SS wire with different coatings and angulations. 
Control, Uncoated wires; P group, polymer-coated wires; R group, rhodium-coated wires. 
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Comparison of maximvm static frictional forces between 
the bracket and 0.017 x 0.025-inch SS wire with 
different coatings and angulations (Table 2, figure 4B) 

When the angles between the brackets and the wires 
were 0°, the maximum static frictional forces were not 
significantly different between the control group and the 
P group (p > 0.05), but they were significantly greater in 
the R group compared to the other two groups (p < 0.05). 

When the angles between the brackets and the wires 
were 5°, the maximum static frictional forces differed 
significantly among the three groups (p < 0.05). The 
control group, P group, and R group had gradually 
increasing maximum static frictional forces (p < 0.05). 

When the angles between the brackets and the wires 
were 10°, the maximum static frictional forces were not 
significantly different between the control group and P 
group (p > 0.05), but they were significantly greater in 
the R group compared to the other two groups (p < 0.05). 

Comparison of kinetic frictional forces 

Comparison of kinetic frictional forces between the 
bracket and 0.016-inch NiTi wire with different coatings 
and angulations (Table 3, Figure 4C) 

When the angles between the brackets and the wires 
were 0°, the kinetic frictional forces did not differ signi- 
ficantly among the three groups (p > 0.05). 

When the angles between the brackets and the wires 
were 5° and 10°, the kinetic frictional forces were not 
significantly different between the control group and the 
P group (p > 0.05), but they were significantly greater in 
the R group compared to the two other groups (p < 0.05). 



Comparison of kinetic frictional forces between the 
bracket and 0.017 x 0.025-inch SS wire with different 
coatings and angulations (Table 3, Figure 4D) 

When the angles between the brackets and the wires 
were 0°, the kinetic frictional forces were significantly 
different in all three groups (p < 0.05). The control 
group, P group, and R group had gradually increasing 
kinetic frictional forces (p < 0.05). 

When the angles between the brackets and the wires 
were 5° and 10°, the kinetic frictional forces were not 
significantly different between the control group and the 
P group (p > 0.05), but they were significantly greater in 
the R group compared to the two other groups (p < 0.05). 

Scanning electron micrographs of wires 

We used scanning electron micrographs to examine 
the wires and compare their surfaces before and after 
the friction test. We observed many scratches on the 
wires after the test. Before the friction test, the surfaces 
of uncoated wire surfaces in the control group had 
fine scratches but were smooth on the whole. The wire 
surfaces in the P group consisted of small round adhe- 
sions. In the R group, the wire surfaces were not scrat- 
ched, but there were rough protrusions. After the fric- 
tion test on the 0.016-inch NiTi wires, depressions were 
observed on the surface in the control group, cracking 
of the coating was observed in the P group, and no 
notable changes were seen in the R group (Figure 5). 
Compared to the 0.016-inch NiTi wires, however, the 
0.017 X 0.025-inch SS wires showed more pronounced 
changes on the surface resulting from the relatively 
larger amount of friction-induced surface damage. There 
was a severe depression on the wire surface in the con- 
trol group, serious damage to the coating surface in the 
P group, and depressions on the surfaces of the R group 
(Figure 6). 



Table 3. The mean and standard deviation of kinetic frictional forces (gf) 









Bracket-wire angulation (°) 








0 


5 


10 


0.016-inch NiTi 


Control group 


4.37 ±0.76 


30.40 ±3.71 


54.78 ±8.15 




P group 


4.46+1.03 


24.19 ±3.32 


45.13 ±5.12 




R group 


3.43 ± 1.38 


44.88 ± 5.46 


67.61 ±6.08 




Tuckey's test 


R = Control = P 


P = control < R 


P = control < R 


0.017 X 0.025-inch SS 


Control group 


35.15 ±6.39 


94.10 ± 14.56 


241.27 ±24.18 




P group 


49.97 ± 2.65 


99.47 ± 8.75 


243.71 ± 14.20 




R group 


62.18 ±3.18 


138.25 ± 16.84 


337.65 ±32.27 




Tuckey's test 


Control < P < R 


Control = P < R 


Control = P < R 



lgf=9.8 mN. 

NiTi, Nickel titanium; SS, stainless steel; control group, uncoated wires group; P group, polymer-coated wires group; R group, 
rhodium-coated wires group. 
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Figure 5. Scanning electron micrographs of 0.016-inch nicl<el titanium wires at I.OOOx magnification. A, Uncoated wire; 
B, polymer-coated wire; C, rhodium-coated wire. 1, New wires before testing; 2, wires after testing; arrows, area with 
surface damage. 



DISCUSSION 

Frictional force is the force that resists the relative 



motion of surfaces sliding against each other. One 
type of frictional force is the static frictional force that 
is present until movement starts, and the other is the 
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Figure 6. Scanning electron micrographs of 0.017 x 0.025-inch stainless steal wires at I.OOOx magnification. A, 
uncoated wire; B, polymer-coated wire; C, rhodium-coated wire. 1, New wires before testing; 2, wires after testing; 
arrows, area with surface damage. 



kinetic frictional force that appears during movement. 
There is controversy concerning which frictional force 
is more significant in clinical orthodontic treatment. 
In the study by Drescher et al.,° as the static friction 



and kinetic friction occurred at nearly the same time 
owing to the low crosshead speed of orthodontic tooth 
movement, distinguishing between the static and kinetic 
frictional forces was difficult. Frank and Nikolai^ used 
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only the maximum kinetic frictional force because it 
was difficult to reproduce the kinetic frictional force in 
the oral cavity. In a study by Burrow,' it was found that 
the static frictional force was more appropriate than the 
kinetic frictional force as orthodontic tooth movement is 
not continuous. On the other hand, Kusy and Whitley'" 
measured both static and kinetic frictional forces; 
Tselepis et al." used only the kinetic fictional force after 
the maximum static frictional force was reached because 
there was a constant alternating between the static and 
the kinetic frictional forces as the tooth intermittently 
slid and bound along the arch wire during orthodontic 
movements. In this study, the maximum static frictional 
force and the kinetic frictional force were measured 
because we believe that frictional values may vary for 
a given bracket-arch wire combination as the tooth 
moves along the arch wire in a tipping and uprighting 
fashion." 

The maximum static frictional forces and the kinetic 
frictional forces of the coated wires were equal to or 
higher than those of the uncoated wires, and there was 
a difference in the degree of change depending on the 
type of coating. The R group had the greatest frictional 
forces and the control group had the smallest frictional 
forces because the surfaces of the wires had different 
levels of roughness owing to the coating materials. The 
wires of the P group had an Ag coating for the white 
color and a Parylene membrane coating on the outer 
surface of the Ag layer. Parylene coatings had been used 
in many industries before being used for orthodontic 
wires. A parylene coating is generally known to be very 
robust, durable, and waterproof, have excellent chemical 
resistance, and exhibit less discoloration. It also has a 
great impact on the aesthetics because of its excellent 
light permeability and its non-toxic nature. Above all, 
the smooth membrane of a Parylene coating can reduce 
the roughness of the surface, and this is why the P 
group had lower frictional forces than the R group in 
our study. A rhodium coating is used on orthodontic 
wires because it is white, more aesthetic than other 
metals, and chemically stable because rhodium is a 
precious metal; it also has excellent wear resistance. 
However, the high surface roughness of rhodium pro- 
duces greater frictional forces. In this study, the diffe- 
rences in frictional forces according to the type of coa- 
ting were due to the direct influence of the polymer 
and rhodium in the coating. But we must consider the 
surface roughness as a characteristic of the material 
itself, and we need to take into account that corrosion, 
creep and relaxation, and the manufacturing processes 
(polishing, heating treatment, etc.) can affect the change 
in the resistance (corrosion, creep, and relaxation).' 

We have to consider the changes in the thickness of 
the wire that result from the differences in the aesthe- 
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tically superior materials that are used to coat the wire. 
Wires in both P and R groups had additional coatings 
on ready-made non-coated 0.016-inch NiTi wires and 
0.017 X 0.025-inch SS wires, so fine increases in thick- 
ness appeared. In a study by lijima et al.,'^ the coating 
thickness in the R group was 10 |im, and so it did not 
affect the mechanical properties. DANY BMT, which 
manufactures the wires in the P group, explained that 
the changes in the wire thickness resulting from the 
additional coating of two polymer layers are less than 
5 |im unilaterally and 10 pm bilaterally (Figure 7). 
However, the wires with polymer coating were thicker 
than the other two wires, as measured by digital vernier 
calipers that can measure lengths as small as 0.01 mm. 
The thickness of the polymer-coated 0.016-inch NiTi 
wires was 0.41 mm; the thicknesses of the uncoated 
wires and rhodium-coated wires were 0.37 mm; the 
thickness of the polymer-coated 0.017 x 0.025-inch SS 
wires was 0.42 x 0.62 mm; the thickness of the other 
two wires was 0.040 x 0.61 mm. Even if the wires were 
the same size like the 0.016-inch and 0.017 x 0.025- 
inch wires, different thicknesses, depending on the 
coating materials, could change the frictional forces 
by affecting the binding between the brackets and the 
wires. Consequently, we would need additional studies 
to elucidate the clinical significance of the changes 
in frictional force according to different coating 
thicknesses. 

Changes in the frictional force according to the angle 
between the brackets and the wires are considered an 
important issue because in most cases, the orthodontic 
force acts at a slight angle rather than parallel to the 
brackets and wires during tooth movement. In a study 
by Kusy and Whitley,'^ three components were found 
to affect frictional forces when the orthodontic wire 
slid. They were the static and the kinetic frictional 
forces, binding in the contact between the wires and 




Figure 7. Cross section of a wire in the group of polymer- 
coated wires. 
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the bracket's slot corner, and notching, which is a per- 
manent deformation of the wires. In addition, the 
researchers suggested that the critical contact angle was 
3.7°, which increased the frictional force rapidly as the 
brackets and wire were binding when a 0.016-inch wire 
was used with a 0.022-inch bracket slot. To evaluate the 
frictional force that resulted when the angle between 
the brackets and wires was changed to 0°, 5°, and 10° 
in this study, the angles used included critical contact 
angles. 

Depending on the difference in angle between the 
brackets and wires, the maximum static frictional force 
and kinetic frictional force increased significantly in 
all cases as the angulations between the brackets and 
wires increased. The frictional resistance occurred at 
the bracket slot base when the angulation between the 
bracket and wire was calibrated at 0°. However, as the 
second-order angulations increased, frictional resistance 
occurred on the vertical planes of the bracket slot, as 
well as on its base. This additional vertical resistance 
increased the frictional forces. The frictional resistance 
increased rapidly when the angulation between the 
bracket and the wire was set at 5° because the critical 
contact angle was 3.7°. The frictional force also in- 
creased rapidly as the bracket and wire were binding if 
a 0.016-inch wire with a 0.022-inch bracket slot was 
used." 

The order of the groups regarding the values of the 
maximum static frictional force and kinetic frictional 
force was different when the angle was 10° between the 
brackets and the 0.016-inch NiTi wires. The maximum 
static frictional force was as follows: control group < R 
group = P group. The order for the kinetic frictional 
force was as follows: P group = control group < R 
group. The maximum static frictional force in the P 
group was greater than that of the R group, although 
the difference was not statistically significant. It is sup- 
posed that the degree of binding altered as the stiffness 
of the 0.016-inch NiTi wire changed according to the 
type of coating. It is believed that because the 0.017 
X 0.025-inch SS wires was thick and less elastic, they 
exhibited different results compared to the 0.016-inch 
NiTi wires. 

Using SEM, the different appearances of the surfaces 
of uncoated and coated wires could be observed. Sur- 
face roughness is the main factor that determines the 
frictional force, and our results showed that the R group 
had the roughest surface and the largest frictional force. 
It is considered that the frictional force was affected by 
the pattern and degree of coating damage during the 
friction test as well as by the surface roughness. Clinical 
studies show that coating damage can easily occur 
during tooth brushing or intake of food in the oral 
cavity, thus increasing the frictional force. 
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CONCLUSION 

Coating materials continue to be developed to in- 
crease the aestherics of orthodontic devices. The fric- 
tional forces of coated wires are equal to or higher than 
those of uncoated wires. However, the conditions in 
the oral cavity are very different from laboratory con- 
ditions because of the various tissues involved in oral 
functions, such as chewing, swallowing, and speaking, 
as well as the oral tissues that are in contact with the 
orthodontic appliance. Additional research on friction 
using conditions similar to those in the oral cavity will 
be needed to produce findings that have a clinically 
meaningful impact. In addition, to make the proper 
choice of coated wires, increased understanding of many 
factors such as abrasion resistance, discoloration, and 
compatibility with the teeth in the oral cavity, as well as 
frictional forces, is needed. 

REFERENCES 

1. Burrow SJ. Friction and resistance to sliding in 
orthodontics: a critical review. Am J Orthod Dento- 
facial Orthop 2009;135:442-7. 

2. Kusy RP, Whitley JQ. Friction between different 
wire-bracket configurations and materials. Semin 
Orthod 1997;3:166-77. 

3. Neumann P, Bourauel C, Jager A. Corrosion and per- 
manent fracture resistance of coated and conven- 
tional orthodontic wires. J Mater Sci Mater Med 
2002;13:141-7. 

4. Flayyan F, Silikas N, Beam D. Fx vivo surface and 
mechanical properties of coated orthodontic arch- 
wires. Fur J Orthod 2008;30:661-7. 

5. Flayyan F, Silikas N, Beam D. Mechanical properties 
of coated superelastic archwires in conventional 
and self-ligating orthodontic brackets. Am J Orthod 
Dentofacial Orthop 2010;137:213-7. 

6. Bandeira AM, dos Santos MP, Pulitini G, Flias CN, 
da Costa MF. Influence of thermal or chemical 
degradation on the frictional force of an experi- 
mental coated NiTi wire. Angle Orthod 2011 ;81 :484- 
9. 

7. Jang TH, Kim SC, Cho JH, Chae JM, Chang NY, 
Kang KH. The comparison of the frictional force by 
the type and angle of orthodontic bracket and the 
coated or non-coated feature of archwire. Korean J 
Orthod 2011;41:399-410. 

8. Drescher D, Bourauel C, Schumacher HA. Frictional 
forces between bracket and arch wire. Am J Orthod 
Dentofacial Orthop 1989;96:397-404. 

9. Frank CA, Nikolai RJ. A comparative study of frictio- 
nal resistances between orthodontic bracket and 
arch wire. Am J Orthod 1980;78:593-609. 



166 



http://dx.doi.Org/10.4041/kjod.2014.44.4.157 www.e-kjo.org 



Kim et al • Frictional forces of aesthetic orthodontic coated wires 



10. Kusy RP, Whitley JQ. Coefficients of friction for 
arch wires in stainless steel and polycrystalline 
alumina bracket slots. 1. The dry state. Am J Orthod 
Dentofacial Orthop 1990;98:300-12. 

11. Tselepis M, Brockhurst P, West VC. The dynamic 
frictional resistance between orthodontic brackets 
and arch wires. Am J Orthod Dentofacial Orthop 
1994;106:131-8. 



Kj6^ 

1 2. lijima M, Muguruma T, Brantley W, Choe HC, Naka- 
gaki S, Alapati SB, et al. Effect of coating on pro- 
perties of esthetic orthodontic nickel-titanium wires. 
Angle Orthod 2012;82:319-25. 

13. Kusy RP, Whitley JQ. Influence of archwire and 
bracket dimensions on sliding mechanics: derivations 
and determinations of the critical contact angles for 
binding. Eur J Orthod 1999;21:199-208. 



www.e-kjo.org http://dx.doi.org/10.4041/kjod.201 4.44.4. 157 



167 



